Pacemaker Twiddler's syndrome.
The pacemaker Twiddler's syndrome was recognized in a patient who presented with dizziness due to failure of his recently implanted endomyocardial permanent pacemaker system. Electrocardiographic, X-ray and intraoperative findings are presented.